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Abstract. Low-cost particulate matter (PM) sensors have
been under investigation as it has been hypothesized that the
use of low-cost and easy-to-use sensors could allow cost-
efficient extension of the currently sparse measurement cov-
erage. While the majority of the existing literature highlights
that low-cost sensors can indeed be a valuable addition to
the list of commonly used measurement tools, it often re-
iterates that the risk of sensor misuse is still high and that
the data obtained from the sensors are only representative of
the specific site and its ambient conditions. This implies that
there are underlying reasons for inaccuracies in sensor mea-
surements that have yet to be characterized. The objective of
this study is to investigate the particle-size selectivity of low-
cost sensors. Evaluated sensors were Plantower PMS5003,
Nova SDS011, Sensirion SPS30, Sharp GP2Y1010AU0F,
Shinyei PPD42NS, and Omron B5W-LD0101. The investi-
gation of size selectivity was carried out in the laboratory
using a novel reference aerosol generation system capable of
steadily producing monodisperse particles of different sizes
(from ∼ 0.55 to 8.4 µm) on-line. The results of the study
show that none of the low-cost sensors adhered to the detec-
tion ranges declared by the manufacturers; moreover, cursory
comparison to a mid-cost aerosol size spectrometer (Grimm
1.108, 2020) indicates that the sensors can only achieve in-
dependent responses for one or two size bins, whereas the
spectrometer can sufficiently characterize particles with 15
different size bins. These observations provide insight into
and evidence of the notion that particle-size selectivity has
an essential role in the analysis of the sources of errors in
sensors.
1 Introduction
The recent emergence of low-cost sensors has enabled new
possibilities in traditional air quality monitoring (Kumar et
al., 2015; Morawska et al., 2018; Snyder et al., 2013). As a
result of low unit costs and compact size, sensors can be de-
ployed to the field in much higher quantities than before, thus
enabling higher-resolution spatiotemporal data. Few studies
have demonstrated applications of sensor networks (Caubel
et al., 2019; Feinberg et al., 2019; Gao et al., 2015; Jiao et al.,
2016; Popoola et al., 2018; Yuval et al., 2019). Distributed
sensing of air quality can be seen as an important progression
towards a more comprehensive understanding of city-scale
air quality dynamics as air pollution, and particulate matter
(PM) in particular, may have highly localized concentration
“hot spots” in urban areas. Practical limitations, such as ex-
pensiveness and bulkiness, constrain the use of conventional
instrumentation in monitoring networks; therefore, low-cost
sensors could have an essential role in the spatial extension
of measurement coverage.
Numerous field studies have been conducted previously;
the majority have underlined the potential usefulness of opti-
cal particulate matter sensors (Karagulian et al., 2019; Rai et
al., 2017). However, the literature has also emphasized that
the risk of sensor misuse is still high and that some external
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factors, such as relative humidity, may produce significant
measurement artifacts in the data (Jayaratne et al., 2018; Ku-
ula et al., 2018; Liu et al., 2019). In comparison to gas sens-
ing, PM measurements are notably more challenging when
ambient particle sizes and their respective distributions vary
significantly from source to source and from location to lo-
cation. Along with size, particle physical properties such as
shape and refractive index also affect the sensor output. Sev-
eral studies have pointed out that along with dynamic adjust-
ment for meteorological parameters, on-site calibrations are
required in order to achieve higher levels of accuracy and
precision (Zheng et al., 2018). However, when considering
advanced calibration techniques, Schneider et al. (2019) have
raised a valid point noting that it may be unclear whether the
sensor data resulting from complex correction and conver-
sion processes (e.g., machine learning) are still a legitimate
and independent product of the sensor measurement and not
a combination of secondary data and statistical model predic-
tion. This is an important remark when evaluating the usabil-
ity of sensors as it highlights the need to identify the reasons
behind inaccuracies in low-cost sensor measurements.
While field evaluations are a natural step towards under-
standing and developing sensors, they provide limited infor-
mation about the detailed sensor response characteristics. In
particular, less attention has been paid to the investigation of
particle-size discrimination of sensors. Although a few stud-
ies have noted that the detectable particle-size ranges of sen-
sors may be significantly different from the ones declared in
their respective technical specification sheets (Budde et al.,
2018; Levy Zamora et al., 2019), this factor is not commonly
considered when assessing sensor accuracy. Thus, more re-
search is needed. The objective of this study was to inves-
tigate and characterize the size selectiveness of some of the
optical low-cost sensors commonly appearing in the litera-
ture. The evaluated sensors were Plantower PMS5003, Nova
SDS011, Sensirion SPS30, Sharp GP2Y1010AU0F, Shinyei
PPD42NS, and Omron B5W-LD0101. Along with these low-
cost sensors, a mid-cost optical aerosol size spectrometer
(Grimm model 1.108, Grimm Aerosol Technik GmbH, Ger-
many) was evaluated cursorily to highlight the differences
between the responses of low-cost and mid-cost devices. The
investigation of size selectivity was carried out in the lab-
oratory using a novel reference aerosol generation system
capable of steadily producing monodisperse particles of dif-
ferent sizes. Sensor responses were compared to a reference
instrument (APS, aerodynamic particle sizer 3321, TSI Inc.,
USA), and detectable particle-size ranges of the sensors were
obtained.
2 Methods
2.1 Evaluated sensors
The sensors evaluated in this study, and their main detection
properties, are listed in Table 1. The optical detection con-
figurations of these sensors were arranged in either a 90 or
120◦ scattering angle, and either a red laser or an infrared
(IR) light-emitting diode (LED) was used as a light source.
Sensors utilizing an LED were equipped with additional light
focusing lenses. The optical chamber itself was composed of
an injection-molded plastic body which was placed onto an
electronic circuit board. The PMS5003, SDS011, and SPS30
use fans to generate sample flow, whereas the PPD42 and
B5W utilized natural convection resulting from a heating re-
sistor. The sampling of the GP2Y1010AU0F was based on
diffusion. The optical configurations and plastic body layouts
are shown in Fig. S1 in the Supplement. Three units for each
sensor model were evaluated in order to assess their inter-unit
variation.
The mid-cost Grimm 1.108 spectrometer, which was used
here for demonstration purposes, is an optical aerosol size
spectrometer with 15 size bins (from 0.23 to 20 µm). Previous
evaluations of the Grimm 1.108 spectrometer have shown its
response to be similar to that of the APS (Peters et al., 2006);
furthermore, its accuracy (mass of C-factor-adjusted total
suspended particles) is comparable to that of mass measure-
ment methods such as the filter weighing method (Burkart et
al., 2010).
2.2 Reference aerosol
2.2.1 Vibrating orifice aerosol generator and gradient
elution pump
The aerosol sampled by the low-cost sensors was generated
using a vibrating orifice aerosol generator 3450 (VOAG, TSI
Inc., USA). The operating principle of the VOAG is based
on the instability and breakup of a cylindrical liquid jet. Me-
chanical disturbances of a resonance frequency vibration dis-
integrate the cylindrical jet into uniform droplets, which are
dispersed into an aerosol flow system with appropriate dilu-
tion air. Dispersed droplets evaporate before significant coag-
ulation occurs and form particles from the non-volatile solute
dissolved in the volatile liquid. If the droplet liquid is non-
volatile, the particle diameter and droplet diameter are equal.
Otherwise, the produced particle size is calculable from the
volumetric fraction of the non-volatile solute, as shown in
Eqs. (1)–(2):
Dd = (6Q
pif
)1/3, (1)
whereDd is the generated droplet diameter,Q is the solution
feed rate, and f is the disturbance frequency.
Dp = (C+ I )1/3 ·Dd, (2)
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Table 1. Basic features of the evaluated sensors declared by the manufacturers.
Low-cost sensor Detectable Number of Scattering Wavelength Sensor output
size range mass fractions angle
(µm) reported
Plantower PMS5003a 0.3–10 3 90◦ Red (laser) PM1, PM2.5, PM10
Nova SDS011 0.3–10 2 90◦ Red (laser) PM2.5, PM10
Sensirion SPS30 0.3–10 4 90◦ Red (laser) PM1, PM2.5, PM4, PM10
Sharp GP2Y1010AU0F NA 1 120◦ IR (LED) Voltage level
Shinyei PPD42 >1 1 120◦ IR (LED) PWM signal
Omron B5W-LD0101b >0.5 2 120◦ IR (LED) Pulse count (>0.5, >2.5 µm)
Mid-cost monitor: Grimm 1.108 0.23–20 15 90◦ 780 nm (laser) All fractions individually
a Standard particle (CF= 1) output was used. b Manually adjusted threshold voltage was set to 0.5 V as recommended by the manufacturer.
where Dp is the diameter of the formed particle, C is the
volumetric concentration of the non-volatile solute in the
volatile liquid (typically 2-propanol or purified water), and
I is the volumetric fraction of impurity in the volatile liquid.
According to Berglund and Liu (1973), the output aerosol
number concentration of the VOAG has a relative standard
deviation of less than 3 %, and the formed particle-size dis-
tribution is monodisperse having a geometric standard de-
viation (GSD) less than 1.014. These, and particularly the
capability to produce highly monodisperse size distribution,
are important features regarding sensor size selectivity eval-
uation; while polydisperse aerosol can be used, for instance,
to estimate response stability and linearity to varying concen-
tration levels (Hapidin et al., 2019; Papapostolou et al., 2017;
Sayahi et al., 2019a), the presence of multiple different-sized
particles prevents the distinction between sensor response
and specific particle size. The most significant deficiency of
the VOAG (and the main limitation of this study) is that its
smallest producible particle size is in practice limited by the
impurity within the carrier liquid to approximately 0.55 µm.
The novelty of the aerosol generation method used in this
research is based on the observation that the particle size of
the monodisperse and constant number concentration refer-
ence aerosol can be controlled by feeding solutions with dif-
ferent non-volatile concentrations to the VOAG, one after the
other. Such an aerosol generation technique was first utilized
by Kuula et al. (2017), who accomplished the solution blend-
ing with a supplementary syringe pump and a manually op-
erated three-way valve. In this study, however, the solution
feeding was done with a gradient elution pump typically used
in ion chromatography (GP50, Dionex Inc., USA). The GP50
gradient pump has four different eluent channels and is capa-
ble of dispensing liquids with high pressure (max. 5000 psi)
and accurate volume flow rate (0.04–10.0 mL min−1 in in-
crements of 0.01 mL min−1). The four eluent channels can
be mixed with a resolution of 0.1 % (combined output of the
four channels is always 100 %); furthermore, the GP50 has
a user interface that enables the operator to generate param-
eterized eluent-dispensing programs. In essence, the utiliza-
tion of the GP50 allows the user to freely choose and produce
monodisperse aerosols of desired particle sizes without the
tuning of VOAG running parameters or manual alternation
of the liquid concentrations. Additionally, the preconfigured
dispensing programs are fully automated, making the com-
parison of consecutive test runs more reliable.
2.2.2 Sampling configuration
A schematic figure of the used test setup is shown in Fig. 1.
Reference aerosol was generated using the VOAG–GP50
system as described in the previous section. Dioctyl sebacate
(DOS, density of 0.914 g cm−3) was used as a non-volatile
solute in a 2-propanol solvent (>99.999 %, Sigma-Aldrich),
and the formed particles were transparent oil droplets. Al-
though the reference instrument APS is known for having
decreased counting efficiency for liquid droplets over∼ 5 µm
in size (Volckens and Peters, 2005), no additional corrections
were used. Running parameters of the VOAG and GP50 are
shown in Table S1. The three different DOS concentrations
(A–C) refer to the four different eluent channels of the GP50
(the use of three channels was sufficient for this study).
The GP50 used an automated program for dispensing the
liquids. A program involves a number of consecutive time
steps in which the blending ratios of eluent channels, step
durations, and volumetric flow rate of the liquid can be de-
fined separately. Executing the program means that the GP50
dispenses the liquids according to the settings determined in
each step. The program used in this evaluation consisted of
10 steps in which the produced particle sizes were logarith-
mically spaced from 0.45 to 9.78 µm. The calculated blend-
ing ratios and the respective particle sizes are shown in Sup-
plemental Table S2. Step duration of 5 min was used; a single
test run thus lasted approximately 60 min. Dead volumes in
the GP50 and VOAG slightly extend the theoretical run time
duration. A complete test run can be performed as quickly
as in 15 min, which results in fewer measurement points and
weaker statistical power though. An example of the produced
reference aerosol number size distribution measured with the
APS is shown in Fig. 2. It is worth underlining that the num-
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Figure 1. Schematic of the sensor evaluation setup. The Grimm 1.108 spectrometer drew its sample from where the sensor enclosure is now
shown.
ber of steps used in the GP50 dispensing program does not
dictate the number of different particle sizes produced. The
number of steps and the parameters assigned to them sim-
ply define the minimum (blending ratio of the first step) and
maximum (blending ratio of the last step) particle size and
the rate (step duration) at which the particle-size gradient
evolves from the minimum size to maximum size. The word
“gradient” is used to note that a step from 2 to 3 µm, for in-
stance, does not lead to a discontinuous and sudden step from
one particle size to another.
Formed particles were neutralized in the dispersion out-
let of the VOAG and further fed into a flow splitting sec-
tion where the reference aerosol was symmetrically directed
to both the reference instrument (aerodynamic particle sizer
3321, TSI Inc., USA) and sensor. The sensors were encap-
sulated in 3D-printed airtight enclosures with an external
pump connected to them in order to ensure appropriate sam-
ple flow through the sensor. The sample flow rate was set to
be 1 L min−1 – the aerosol flow rate of the APS (sheath flow
of the APS taken from the laboratory air). Although there
is no clear theoretical basis as to why a different flow rate
would affect the way the sensor discriminates different parti-
cle sizes (apart from different particle-size-specific sampling
losses), additional tests were conducted with flow rates of
0.5 and 2 L min−1 to ensure that this was indeed the case
(see Fig. S2). For the PMS5003 and SPS30 sensors, an ex-
haust deflector was used to prevent unwanted sample mix-
ing resulting from the fan outlet, which for these sensors,
was situated right next to the sensor inlet. An illustration of
the PMS5003 sampling arrangement is shown in Fig. 3. A
schematic figure of all the sampling arrangements is shown
in Fig. S3.
All sensor units were in the original condition except for
the PPD42 and B5W sensors which had their air heating re-
sistors removed. The evaluation platform used in this study
did not require independent means of sample flow. Further-
more, holes were drilled into the plastic body of the PPD42
Figure 2. An example of the produced reference aerosol. Decreas-
ing number concentrations below 1 and above 5 µm result from ap-
proaching the lower detection limit (0.5 µm) of the APS and in-
creasing inertial deposition losses in the sampling lines, respec-
tively (concentration range 30–90 cm−3 of particle number concen-
tration). This had, however, no effect on the evaluation results as
the sensor response was normalized against the concentration mea-
sured by the APS. Along with the lower detection limit of the APS,
another limiting factor of the study was the smallest producible par-
ticle size, which was approximately 0.55 µm. The GSD of the size
distribution remained below 1.2.
to ensure that the sample aerosol could reach to the optical
detection volume. The inlet of the PPD42 was originally de-
signed to be on top of the plastic body (facing towards the
electronic circuit board); therefore, when the electronic cir-
cuit board of the sensor was oriented in parallel with the sam-
ple stream, the majority of the particles would have bypassed
the sensor. In general, along with the PPD42, the plastic body
layouts of the PMS5003 and SPS30 are susceptible to in-
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Figure 3. A cross-section view of the sampling arrangement of the
PMS5003 sensor. The flow deflector is shown in light grey, the inlet
pipe in red, and the exhaust connector of the housing in yellow.
ertial deposition losses due to their 90◦ elbows in particle
stream pathways. However, the more stable sample flow sys-
tem (i.e., fan instead of convection) might help compensate
for the sub-optimal layouts of these sensors.
2.3 Data processing
The output signal of the evaluated sensor and APS was mea-
sured synchronously using a 10 s time resolution and moving
average. Any raw measurement point which had GSD (calcu-
lated from the APS data) exceeding 1.2 was disregarded (∼
2.1 % of the data), but typically the GSD values ranged be-
tween 1.04 and 1.08. The sensor bias was set to zero by sam-
pling clean air for 10 min (60 data points) and then subtract-
ing the clean air response from the test aerosol response. The
bias correction was only relevant for the GP2Y1010AU0F
and B5W sensors. In order to prevent arbitrary unit compar-
isons, the sensor response was normalized using Eq. (3):
normalized detection efficiency=
sensori
APSi
max( sensorAPS )
, (3)
where i is the ith measurement point, “sensor” is the sensor
signal, and APS is the APS total mass concentration. The
maximum sensor /APS ratio refers to the maximum ratio
measured during a single test run.
The normalized 10 s resolution data were divided into
30 logarithmically spaced size bins (from 0.45 to 9.73 µm)
according to the count median diameters (CMDs, aerody-
namic) measured by the APS. An average sensor response as
a function of average CMD was then calculated for each size
bin. The decision to divide the data into 30 bins was based on
the clarity of the produced figure and statistically sufficient
number of measurement points belonging to each bin. This
process was completed for three different sensor units, and a
combined (average and standard deviation) sensor response
was calculated. Valid detection ranges, which were defined as
the upper half of the detection efficiency curve, of the sensors
were linearly interpolated from the average response func-
tions. A detailed example of how the data were processed and
how the valid detection ranges were calculated is shown in
the Supplement. The cursory evaluation of the Grimm instru-
ment was conducted using the same data processing method.
The size bins of PMS5003, SPS30, SDS011, and B5W were
discretized so that no overlapping signals were obtained. For
example, the outputs of the SDS011 were used as PM2.5 and
PM10−2.5 (PM10−2.5 calculated as PM10–PM2.5) instead of
PM2.5 and PM10.
The PMS5003, SDS011, and SPS30 sensors have digital
outputs whereas the others are analog-based. Along with the
PM mass fractions listed in Table 1, the PMS5003 and SPS30
sensors also output particle number concentrations, but these
signals were not used because the response comparison to the
reference instrument was carried out using only mass con-
centration values. This decision was based on the observa-
tion that low-cost sensors have been predominantly used to
measure mass concentration and not number concentration.
3 Results and discussion
3.1 Grimm model 1.108
The normalized detection efficiencies of the 15-bin Grimm
1.108 spectrometer are shown in Fig. 3. The normalized de-
tection efficiency of 70 %–90 % results from the average ef-
ficiency from multiple data points and, in this case, does not
imply that the Grimm spectrometer would systematically un-
derestimate particle mass concentrations. The same applies
to the respective sensor response figures (next section).
The response characteristics of the Grimm spectrometer
are in line with its technical specifications showing that each
size bin only corresponds to its specific detection range. A
flat response curve would indicate that the strength of the
output signal remains unchanged regardless of the particle
size, which would show that the size bin is unable to make a
distinction between different particle sizes. Some mismatch
between the particle sizing of the APS and the Grimm spec-
trometer can be observed as a result of different particle siz-
ing techniques (time of flight and optical), but this is triv-
ial, considering the objective of this study. The purpose of
this figure is to highlight how an aerosol measurement de-
vice with several particle sizing bins should respond to the
evaluation method used in this study.
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3.2 Low-cost sensors
Response functions of the evaluated sensors are shown in
Fig. 4a–f.
Plantower PMS5003
According to Fig. 4a, it is apparent that the PMS5003 does
not accurately distinguish between PM1, PM2.5, and PM10
size fractions. The first and the second bin (supposedly cor-
responding to 0.3–1.0 and 1.0–2.5 µm) are similar, with valid
detection ranges of approximately <0.7 and <0.8 µm, re-
spectively (valid detection ranges were defined as the upper
half of the detection range; see the section “Data process-
ing”). The lower cut points of these bins may reach close to
0.3 µm, as stated by the manufacturer; however, this could not
be confirmed using the VOAG–GP50 system. As the larger
standard deviations indicate, the third bin is noisier and sig-
nificantly off of its stated detection range (2.5–10 µm).
Based on the test, the PMS5003 cannot be used to measure
coarse-mode particles (2.5–10 µm); furthermore, its ability
to measure PM2.5 depends on the stability of the ambi-
ent air size distribution: for example, if the proportions of
mass in<0.8 and>0.8 µm fractions change significantly, the
PMS5003 is susceptible to inaccuracies because its valid de-
tection range cannot account for changes occurring in parts
of the size distribution that it can hardly observe. However, if
the ambient size distribution is stable, the PMS5003 can be
adjusted to measure PM2.5 with reasonable accuracy (Bulot
et al., 2019; Feenstra et al., 2019; Magi et al., 2019; Malings
et al., 2019). Similarly, the validity of PM10 measurements
can only be ensured when the proportion of mass in >0.7 or
>0.8 µm size fractions is either constant or negligible with
respect to the total PM10 mass. In reality, this is rarely the
case, which poses a high risk of sensor misuse. This observa-
tion is in line with the findings from previous studies (Laquai,
2017b; Li et al., 2019; Sayahi et al., 2019b) which show,
for instance, that the PMS5003 could not detect a substan-
tial dust storm episode while deployed in the field. The most
accurate and reliable results are most likely achieved for the
PM1 size fraction by using either bin 1 or bin 2 signals.
Nova SDS011
The response function of the SDS011 is shown in Fig. 4b.
Contrary to the PMS5003, the SDS011 exhibits two clearly
different detection ranges: the first bin (0.3–2.5 µm) corre-
sponds approximately to <0.8 µm, and the second bin (2.5–
10 µm) corresponds approximately to 0.7–1.7 µm. Similarly
to the PMS5003, the SDS011 is not suitable for the mea-
surement of coarse-mode particles, and the measurements of
PM10 can be grossly inaccurate, as also noted by Budde et
al. (2018) and Laquai (2017a). However, due to the clearer
difference between bin 1 and bin 2 detection ranges, the
SDS011 has the potential to measure PM2.5 more accurately
than the PMS5003. For example, by calculating the ratio of
bins 1 and 2, it is possible to approximate the distribution of
mass in the 0.3–2.5 µm size range, thus using an additional
correction factor to obtain more accurate results. Previous
studies have shown that the SDS011 can be reasonably ac-
curate in the measurements of PM2.5 (Badura et al., 2018;
Liu et al., 2019).
Sensirion SPS30
The response function of the SPS30 is shown in Fig. 4c. The
valid detection range of the first bin (0.3–1.0 µm) is approxi-
mately <0.9 µm. The second, third, and fourth bins (suppos-
edly corresponding to 1.0–2.5, 2.5–4.0, and 4.0–10 µm) are
nearly identical, with valid detection ranges of approximately
0.7–1.3 µm. The identical detection ranges indicate that these
bins may have been factory calibrated using the same test
aerosol. The SPS30 is a relatively new sensor (introduced to
the markets in late 2018), and neither Web of Science nor
Scopus showed any existing studies as of September 2019.
However, the South Coast Air Quality Management Dis-
trict (SCAQMD, USA) has conducted a preliminary field
test where three SPS30 units were compared to three differ-
ent federal equivalent method (FEM) monitors (SCAQMD,
2019). The results of this test showed that the SPS30 sensors
had very low cross-unit variability (∼ 1 %, 1.3 %, and 2.4 %
for PM1, PM2.5, and PM10, respectively), and, more impor-
tantly, the coefficient of determinations for the measurement
of PM1, PM2.5, and PM10 decreased from R2∼ 0.91 to 0.83
and further down to 0.12, respectively. These observations
strongly align with the results of this study; furthermore, they
illustrate how a sensor with limited operational range may
exhibit a near-regulatory-grade performance if the measured
size fraction is in alignment with the valid detection range
of the sensor (<0.9 µm and PM1). On the other hand, the
severity of data misinterpretation is apparent when the sen-
sor measurement is extended to cover particle sizes that it
cannot observe.
Sharp GP2Y1010AU0F
The response function of the GP2Y1010AU0F is shown in
Fig. 4d, and its valid detection range appears to be ap-
proximately<0.8 µm. Like the previously discussed sensors,
the GP2Y1010AU0F can be used to measure small parti-
cles (e.g., PM1) but not coarse-mode particles. Several lab-
oratory evaluations have been previously conducted for the
GP2Y1010AU0F, but none of these have assessed its detec-
tion range using monodisperse test aerosols (Li and Biswas,
2017; Manikonda et al., 2016; Sousan et al., 2016). Wang et
al. (2015) used atomized polystyrene latex (PSL) particles to
evaluate the effect of particle size on the GP2Y1010AU0F
response, but no concluding remarks can be obtained from
these results. The study method utilized only three different
sized PSLs; moreover, it was not designed to investigate the
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Figure 4. Normalized detection efficiency of the 15 particle-size bins as a function of the count median diameter of the reference aerosol.
Consecutively increasing and decreasing response curves indicate that the particle sizing of the instrument is functioning correctly. For the
sake of clarity, degrees of measurement variation have been excluded from the figure. Bins 14 and 15, which correspond to 10–15 and
15–20 µm, respectively, are not shown as they did not produce any response (as expected).
complete detection range of the GP2Y1010AU0F. However,
according to the authors, the results implied that the sen-
sor was more sensitive to 300 nm particles than to 600 and
900 nm particles, which is in slight disagreement with the
results of this study whereby the normalized detection effi-
ciency curve shows the highest sensitivity peak for 0.6 µm
sized particles as well as a decreasing trend for particles
smaller than this. There is no obvious explanation for this
discrepancy, but it is worth re-emphasizing the differences in
the used evaluation approaches.
Shinyei PPD42
Response functions of the three PPD42 sensor units are
shown in Fig. 4e. Contrary to the other sensors, a combined
response function was not calculated as the three units ex-
hibited significantly different response characteristics. The
circles and shaded background areas represent average re-
sponses and respective standard deviations of the individual
sensor units (calculated from the∼ 300 raw data points). The
valid detection range of the first unit is 1.0–2.1 µm, and it is
likely to be best suited for PM2.5 measurements. However,
the low detection efficiency of <1.0 µm sized particles may
considerably hinder its accuracy. Valid detection ranges of
the second and third units are >5.9 and 1.5–4.9 µm, indicat-
ing preferable applicability to coarse-mode particle measure-
ments. Previous laboratory evaluations have noted that the
PPD42 output is a function of particle size but could not pro-
vide a more detailed analysis of the complete detection range
(Austin et al., 2015; Wang et al., 2015). A study of Kuula et
al. (2017) reported a valid detection range of approximately
2.5–4.0 µm, which is in the same range as the third unit of
this study.
Due to the apparent inter-unit inconsistency in valid de-
tection ranges, it is evident that the response characteris-
tics of the PPD42 have to be quantified case by case be-
fore reliable measurements can be achieved. Accordingly, the
inconsistent response characteristics may also contribute to
the fact that previous field evaluation studies have achieved
varying results regarding the performance of PPD42; Bai
et al. (2019) and Holstius et al. (2014) reported R2 values
of 0.75 and 0.55–0.60, respectively, for the measurement of
PM2.5, whereas N. E. Johnson et al. (2018) and K. K. John-
son et al. (2018) reported more modest values of 0.36–0.51
and 0–0.28, respectively (Bai et al., 2019; Holstius et al.,
2014; N. E. Johnson et al., 2018, K. K. Johnson et al., 2018).
On the other hand, Kuula et al. (2017, 2018) showed that
higher levels of accuracy can be achieved if the measured
size fraction is targeted to correspond to the characteristic
response function of the PPD42 (R2= 0.96 and R2= 0.87,
respectively).
Omron B5W
The response function of the B5W is shown in Fig. 4f. The
two size bins exhibit two different detection ranges (0.6–1.0
and >3.2 µm) that are reasonably close to the ones declared
by the manufacturer (0.5–2.5 and >2.5 µm). In fact, out of
all sensors, the B5W appears to be the most promising sen-
sor for the ambient monitoring of PM2.5 and PM10–2.5 size
fractions. In comparison to SDS011 and SPS30, for instance,
the usability of the B5W may be hindered by its temperature-
gradient-based sampling method, which is not as reliable as
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Figure 5. Normalized detection efficiency of discretized PM mass fractions reported by the low-cost sensors as a function of the count
median diameter of the reference aerosol. The colored circles represent the calculated average responses of the three sensor units, and the
shaded background areas represent the respective standard deviations. Standard deviations of the average CMDs were negligible due to the
reliable and reproducible test method. Figure legends correspond to the bin size ranges stated by the corresponding manufacturer.
the respective fan-based method. Nonetheless, it is the only
sensor capable of measuring both fine- and coarse-fraction
particles. Neither Web of Science nor Scopus showed exist-
ing studies for the Omron B5W.
4 Conclusions
According to the results obtained in this study, low-cost op-
tical sensors exhibit widely varying response characteristics
regarding their size selectivity (from <0.7 to >5.9 µm, Ta-
ble 2). However, none of the sensors have precisely the same
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Table 2. Valid detection ranges of the evaluated sensors. Symbols
of “greater than” or “smaller than” refer to cases where the other
end of the size cut point was outside of the particle-size range pro-
ducible by the VOAG–GP50 system (0.45–9.73 µm). Units are in
micrometers.
Sensor Bin 1 Bin 2 Bin 3 Bin 4
Plantower PMS5003 <0.7 <0.8 <1.0 (noisy) −
Nova SDS011 <0.8 0.7–1.7 − −
Sensirion SPS30 <0.9 0.7–1.3 0.7–1.3 0.7–1.3
Sharp GP2Y1010AU0F <0.8 − − −
Shinyei PPD42∗ 1.0–2.1 >5.9 1.5–4.9 −
Omron B5W 0.6–1.0 >3.2 − −
∗ Valid detection ranges of the individual sensors, not bins.
response characteristics stated by their manufacturers, which
provides evidence of the fact that particle-size selectivity
may play an essential role in the analysis of the sources of
errors in sensors and underlines that scientists, as well as
manufacturers, need to acknowledge the limitations related
to this: attempts to artificially extend the operational range of
sensors beyond their practical capabilities using complex sta-
tistical models may be unreasonable and lead to misleading
conclusions. Empirical corrections for known artifacts, such
as humidity, can be justifiable; however, sensor data and ad-
vanced modeling techniques should be merged cautiously in
order to retain both the validity and representativeness of the
data.
A cursory comparison to a mid-cost aerosol size spectrom-
eter (Grimm 1.108) shows that low-cost sensor development
is still considerably behind its more expensive alternative:
while the Grimm 1.108 spectrometer could sufficiently char-
acterize particle sizes with up to 15 different size bins, the
low-cost sensors could only achieve independent responses
for one or two bins, which is a significant weakness, consid-
ering that the ability to measure particle size correctly is at
the foundation of accurate mass measurement (mass α dp3).
The development of low-cost sensors should focus on in-
creasing the number of size bins, and more importantly, mak-
ing sure that each size bin is calibrated correctly. Improperly
configured bin sizing poses a significant risk of data misin-
terpretation and will inevitably lead to inaccurate measure-
ments. A low number of size bins limits the valid operational
range of sensors; however, it is unclear how the number of
advanced measurement features and low unit cost should be
reconciled.
The VOAG–GP50 aerosol generation system described in
this study introduced a novel approach to the quick and effi-
cient evaluation of aerosol measurement devices. The use of
a GP50 gradient pump eliminates much of the manual labor
that previously was an inseparable part of the VOAG opera-
tion, thus making the generation of reference aerosols more
consistent and reliable. Its automated dispensing programs
allow for highly repeatable testing; furthermore, the four dif-
ferent eluent channels enable the operator to pick and choose
the desired particle size to be produced freely. Along with
saving manual labor and time, this is also a cost-saving fea-
ture as traditionally used polystyrene latex (PSL) particles
are not needed. Considering these matters, the VOAG–GP50
system can potentially be scaled to an industrial-level oper-
ation, which is an intriguing feature when considering the
mass deployment of sensors and their respective quality as-
surance and control.
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